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3,364,813 

SELF-CALIBRATING DISPLACEMENT 
TRANSDUCER 

Royce L. McKinney, Newport News, Va. f assignor to the 
United States of America as represented by the Ad- 5 
m frustrate r of the National Aeronautics and Space 
Administration 

Filed Sept 6, 1963, Sen No. 307,271 
2 Claims. (CL 88 — 14) 

The invention described herein was made by an em- 10 
ployee of the United States Government and may be 
manufactured and used by or for the Government for 
governmental purposes without the payment of any royal- 
ties thereon or therefor. 15 

This invention relates to a self-calibrating displacement 
transducer and more particularly to a self-calibrating 
means for measuring the magnitude and frequency of dis- 
placement of a body. 

A prior method used to determine the displacement of 2Q 
a body without influencing that displacement involved the 
use of an electric coil located near the surface of the 
body. Any displacement of the body caused the induct- 
ance of the coil to vary and thereby allow the detection 
of the displacement by the use of a suitable electric circuit 25 
containing the coil. One of the disadvantages of this par- 
ticular method is that each coil used must be calibrated 
prior to use. Also in use these coils have a highly non- 
linear output; consequently, the use of a graphical method 
is required to determine the magnitude of displacement 3() 
of a body. 

It is therefore a primary object of this invention to pro- 
vide a displacement transducer which does not require 
calibration prior to its use. 

Another object of this invention is to provide a dis- 35 
placement transducer which will measure the magnitude 
and frequency cf displacement of a body. 

A further object of this invention is to provide a dis- 
placement transducer which will measure the displace- 
ment of a body along a straight line. 40 

A still further object of this invention is to provide a 
displacement transducer which will measure the angular 
displacement of a body. 

In the present invention the displacement transducer 
consists of a light source which produces a narrow beam 45 
of light, a reflecting surface attached to the body whose 
displacement is to be measured, a transparent medium 
with nontransparent, parallel, uniformly spaced lines 
thereon, a variable density optical filter, a photoelectric 
detector and a recorder. The variable density optical filter 50 
Is located relative to the transparent medium such that a 
beam of light that passes through the transparent medium 
will also pass through the filter and such that the density 
of the filter varies in a direction transverse to the lines 
on the transparent medium. The photoelectric detector 55 
intercepts the light beam that passes through the trans- 
parent medium and filter, and produces a voltage or cur- 
rent proportional to the intensity of this light beam. A re- 
corder is connected to the photoelectric detector for pro- 
ducing a graph of the voltage or current produced by the 60 
detector. The narrow beam from the light source strikes 
the reflecting surface so that it is reflected onto the trans- 
parent medium and so that the plane that contains both 
the beam from the light source and the reflected beam 
is transverse to the lines on the transparent medium. 65 
When the body is displaced the reflected beam scans the 
transparent medium which caused the beam to be modu- 
lated by the lines on the transparent medium and the 
filter. This modulated beam is picked up by the photo- 
electric detector and recorded by the recorder. 70 

There are two disclosed embodiments of the present 
invention* The first embodiment measures the displace- 


ment of a body along a straight line, and the second em- 
bodiment measures the angular displacement of a body. 

Other objects and advantages of this invention will 
further become apparent hereinafter and in the drawings, 
in which: 

FIG. 1 shows a first embodiment of this invention 
which measures the magnitude and frequency of displace- 
ment of a body along a straight line; 

FIG. 2 shows a plan view of the transparent medium 
with lines thereon used in FIG, 1; 

FIG. 3 shows a plan view of the variable density opti- 
cal filter used in FIG. 1; 

FIG. 4 shows a graph of a sinusoidal motion of the 
body whose displacement is to be measured, assumed for 
the purpose of description of operation of the embodi- 
ment disclosed in FIG. 1; 

FIG. 5 shows a graph of the intensity of a beam of 
light which has been reflected by the reflecting surface 
and modulated by both the filter and the lines on the 
transparent medium in FIG. 1 when the body whose dis- 
placement is to be measured has a sinusoidal motion 
shown by FIG. 4; and 

FIG. 6 shows a second embodiment of this invention 
which measures the angular displacement of a body. 

In describing the preferred embodiments of the inven- 
tion illustrated in the drawings, specific terminology will 
be resorted to for sake of clarity. However, it is not in- 
tended to be limited to the specific terms so selected, and 
it is to be understood that each specific term includes all 
technical equivalents which operate in a similar manner 
to accomplish a similar purpose. 

Turning now to FIG. I, there is disclosed a first specific 
embodiment of the invention selected for illustration. 
The number 11 designates the body whose displacement 
is to be measured. Body 11 moves in a straight line along 
a Y axis as indicated by arrows 12. The force that causes 
body 11 to be displaced is not disclosed since this inven- 
tion is concerned only with the measurement of displace- 
ment of body 11. Body 11 can be displaced by any force 
and its displacement along the Y axis can be measured. 
Attached to body 11 is a reflecting surface 13, such as a 
flat mirror, which will reflect any light beam that strikes it. 

Number 14 designates a transparent medium, a plan 
view of which is shown by FIG. 2. Located on the sur- 
face of transparent medium 14 are nontransparent lines 
IS. These lines IS are parallel and uniformly spaced 
across transparent medium 14. The opacity, spacing, and 
width of lines 15 are determined by the specific applica- 
tion of the transducer. One of the lines 15 is wider than 
the other lines to mark a reference point. A variable den- 
sity optical filter 16, a plan view of which is shown in 
FIG. 3, is placed directly under the transparent medium 
14, The direction in which the density of filter 16 varies 
is perpendicular to lines 15. A photoelectric detector 17 
intercepts any light beam penetrating both transparent 
medium 14 and filter 16, and generates a voltage or cur- 
rent proportional to the intensity of this light beam. Any 
suitable recorder 18 is connected to detector 17 to pro- 
duce a graph of the voltage or current generated by the 
detector. 

A light source 19 produces a narrow beam of light 20 
which strikes reflective surface 13 to produce a reflected 
light beam 21 that penetrates the transparent medium 14. 
The plane containing beams 20 and 21 is perpendicular 
to lines IS on transparent medium 14. 

The operation of the embodiment disclosed in FIG, 1 
will now be described. For purposes of description of 
operation assume body 11 to be moving in the Y direc- 
tion with a sinusoidal motion whose mean is Y o. A graph 
of this motion is shown by FIG. 4. This motion of body 
II will cause reflected beam 21 to scan transparent medi- 
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um 14 with a sinusoidal motion in an X direction indi- 
cated by arrows 22, about some mean Xo. This means 
Xo or reference point is marked by the wide line 15. The 
motion in the X direction of beam 21 will cause a sinus- 
oidal variation In the intensity of the beam passing 
through variable density optical filter 16 and a correspond- 
ing variation in the output of photoelectric detector 17. 
When the light beam crosses one of the lines 15 on trans- 
parent medium 14 the Intensity of the light beam will de- 
crease causing a corresponding decrease in the output of 
photoelectric detector 17 as shown by FIG. 5. This output 
is recorded by recorder 18. The dips 23 are caused by 
lines 15. The number of dips between a maximum and a 
minimum of the sinusoidal output is equal to the number 
of lines 15 that light beam 21 crossed between the maxi- 
mum and minimum displacement of body 11. A knowl- 
edge of this number of dips and the geometry of the ar- 
rangement shown in FIG. 1 then allows the calculation 
of the amplitude of the displacement of body 11. The fre- 
quency of displacement of body 11 is the frequency of the 
sinusoidal output. 

It should be noted that the embodiment shown in FIG. 
1 will operate without modulating light beam 21 by the 
lines 15. In other words, transparent medium 14 could 
be omitted. However, the device must then be calibrated 
since the output will be nonlinear due to nonlinearities 
in fi’ter 16 and photoelectric detector 17. These non- 
linearities do not affect the accuracy of the device when 
light beam 21 is modulated by lines 15, since light beam 
21 will always cross the same number of lines 15 for any 
given displacement of body 11. Therefore, the embodi- 
ment shown in FIG. 1 does not have to be calibrated prior 
to use, 

A second embodiment of this invention is shown in 
FIG. 6. This embodiment is the same as the embodi- 
ment shown in FIG. 1 except it is used to measure the 
angular displacement of body 11. Body 11 pivots about 
some axis 24 in a direction indicated by arrows 25. Other- 
wise, its operation is the same. 

The advantages of this displacement transducer are 
numerous. It has the advantage of not having to be 
calibrated prior to its use. It can be adapted to measure 
the displacement of any size body to any accuracy de- 
sired. It was especially developed to measure panel flut- 
ter displacements; however, it is not limited to this ap- 
plication. 

It is to be understood that the forms of the invention 
herewith shown and described are to be taken as pre- 
ferred embodiments. Various changes may be made in 
the scope, size, and arrangements of parts. Forexample, 
equiva ! ent elements may be substituted for those illus- 
trated and described herein, parts may be reversed, such 
as light source 19 and reflective surface 13, and certain 
features of the invention such as, the combination of 
lines 15 and filter 16 may be utilized independently of the 
use of other features, all without departing from the 
spirit or scope of the invention as defined in the follow- 
ing claims. 
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What is claimed as new and desired to be secured by 
Letters Patent of the United States is: 

1. A displacement transducer for measuring the mag- 
nitude and frequency of displacement of a body com- 

5 prising: a transparent medium with nontransparent, uni- 
formly spaced parallel lines running across a surface of 
the transparent medium; a variable density filter posi- 
tioned in a plane substantially parallel to said transparent 
medium such that its density varies in a direction trans- 
10 verse to said lines and such that a beam of light that . scans 
said transparent medium in a direction transverse to said 
lines will pass through the transparent medium and filter; 
means for simultaneously scanning said transparent me- 
dium and variable density filter with a narrow light beam 
15 in a direction transverse to said lines in accordance with 
the displacement of said body; photoelectric means for 
receiving said narrow light beam and producing signal 
means; and means for producing a graph of the intensity 
of said signal means whereby the magnitude and fre- 
20 quency of displacement of said body can be determined 
from said graph, w 

2. A displacement transducer for measuring the mag- 
nitude and frequency of displacement of a body com- 
prising: a transparent medium with nontransparent, uni- 

25 formly spaced parallel lines running across a surface of 
the transparent medium; a variable density filter posi- 
tioned in a plane substantially parallel to said transpar- 
ent medium such that its density varies in a direction 
transverse to said lines and such that a beam of light 
30 scans said transparent medium in a direction transverse to 
said lines and passes through the transparent medium and 
filter; a reflective surface attached to said body; a light 
beam source located such that its beam of light strikes 
said reflective surface and is reflected onto the said trans- 
35 parent medium and such that the plane of the beam of 
light from the light source and the reflected beam is 
transverse to the lines on the transparent medium, where- 
by when said body is displaced said reflected light beam 
simultaneously scans across said transparent medium and 
40 said variable density filter; photoelectric means for re- 
ceiving said reflected light beam and producing signal 
means; and means for producing a graph of the intensity 
of said signal means indicative of the magnitude and 
frequency of displacement of the body. 
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